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A Study of the Determination of the Heat of Hydration of
Portland Cement

By Edwin S. Newman

Three relatively inexperienced operators made six determinations each of the heat of

hydration of a sample of portland cement.

The results of their measurements were caleulated

by the method described in Federal Specification S85-C-158b and by two simpler reduced-

ohservation methods.
either operators or methods.

By statistical analysis, no significant differences were found among
The precision (standard deviation of a single determination)

of the heat-of-hydration measurements was about 3 ealories per gram at 7 days and 2

calories per gram at 28 days.
operators.

I. Introduction

The heat-of-solution procedure for determining
the heat of hydration of portland cement has been
a part of the federal specification [1] ' for a number
of years. More recently, the method has been
accepted by the American Society for Testing
Materials [2]. Excepting a paper by Shartis and
Newman [3], there has been little published on its
precision,

The method depends upon the determination of
the heat of solution in acid of a cement and of a
hardened paste made therefrom. The difference
between these values is approximately the heat
evolved during the preparation and hardening of the
paste and is very nearly equal to the true heat of
hydration of the cement.®  Auxiliary determinations
of the ignition losses of the cement and of the hard-
ened paste are required to determine the quantity
of ignited cement represented by a weighed amount
of the hardened paste. Heats of solution and
hydration are given in this paper on the basis of the
weight of ignited cement.

For low apparatus cost and for simplicity in opera-
tion, the calorimeter chosen for the routine accept-
ance testing of cement [4] consisted of a 1-pint
vacuum flask and a Beckmann thermometer with a
reading lens, together with a motor-driven stirrer.
This calorimeter was to be operated in an ordinary
laboratory with only superficial protection from
changes in the ambient temperature. The difficul-
ties that exist in making determinations with this
calorimeter arise in large part from the fact that
there is in the cork and the glass of the flask con-
siderable material with a low thermal conductivity
and a relatively large heat capacity. This material
is at an indeterminate temperature between that of
the room and that within the calorimeter, and when
the liquid temperature is suddenly changed several
degrees, as in a heat-of-solution determination, the
lag caused by its presence in the path of heat flow
interfercs with the determination of the amount of
I_I“mu'lwh: Indieate the litorature refervnecs ottt end of this paper.

2T e heat of hydreation defined as the differenes botween the two heats of
solution lgnores the hest of solution of the water contalned in the paste, amaonnt-

ing to approximately 0.1 cal/g of cement,  The effeet of the nhsarption of 0y
durlng the grinding of the paste (s olso ignored.

Somewhat better precision can be expected from experienced

heat lost to or gained from the surroundings. This
interference has led to some doubt that the applica-
tion of methods of precise calorimetry embodied in
the speetfication procedure is entirely valid.

The original method for the heat-of-solution de-
termination was somewhat oversimplified [4]. The
precision necessary in this test is somewhat greater
than appears at first glance. It is required to de-
termine the heat of solution of a dry cement, amonut-
ing to approximately 600 cal/g, and the heat of solu-
tion of the corresponding hardened paste, 520 to 550
calfg, with such precision that their difference, the
heat of hydration of the cement, can be considered
reliable to a few ealories per gram. If a precision
(standard deviation) of 2.0 eal/g, not an impressive
value, is desired in the heat-of-hydration determina-
tion, a precision of 1.4 cal/g (2.0/42) is required in
each of the individual heat-of-solution tests. This
amounts to a precision of approximately 0.25 percent,
a value not easily reached consistently in routine
calorimetry with relatively crude apparatus.

In an effort to improve the precision, and partly
as a result of work at the Bureau [3], the original
method was revised [1], primarily to allow more time
for the calorimeter to establish constant operating
conditions during the test and also to introduce a
correction allowing for the time required to dissolve
the sample.  The effect of the revision was to sub-
stantinlly extend the time required for the test and
to demand somewhat more attention by the operator.
The procedure requires the recording of time-
temperature data during two rating periods, one
before and one after the period during which the
sample is being dissolved.  The temperature of the
surroundings is assumed constant, and the thermal-
lenkage constant is ealculated from these data taken
when the rates of temperature change of the ealorim-
eter depend only on the flow of heat to or from the
room and on the energy of stirring. Besides the
readings al 5-min intervals required by the original
method, four additional readings are taken at 1-min
intervals during the first part of the solution period.
These data permit the approximate correction of the
observed temperature rise of the ealorimeter for the
energy received from the surroundings and for the
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energy of stirring and evaporation. These details
are in accordance with precision calorimetry in which
an isothermal jacket is emploved.

It has been suggested that some of these revisions
could be omitted without seriously aflecting the value
of the calorimetric test. From an examination of
routine test data, it appeared to the author that ex-
cluding all the observations taken during the solution
period from the ecaleulations would cause a systematic
error of possibly 41 eal/g in the value for the heat of
hydration. The precision of 2.0 cal/g suggested in an
earlier paragraph implies that one-third of the tests
will differ by more than 2 cal/g from the true (un-
known) value. In other words, with an acceptance
value of 80 eal/g. one-third of the samples with an ac-
tual heat of hydration of 82 cal/g will be aceepted, and
one-third of the samples with a heat of hydration of
78 cal/g will be rejected. Only when the true heat
of hydration is below 75 cal/g will the cement be
almost certain to pass the acceptance test. Only
when the true value is above 85 cal/g will the cement
be almost certain to be rejected. In the light of this
uncertainty it would appear that a systematic error
of 41 cal/g could be permitted. The test could then
be considerably simplified, although the time required
for its performance could not safely be shortened.

If this apparent systematic error can be tolerated,
it is possible to eliminate the preliminary 5-min
rating period (distinet from the preliminary 20-min
stirring period), to reduce the number of observations,
and to avoid much of the caleulation. In this sug-
gested procedure only three readings of time and
temperature are required, one at the end of the
preliminary stirring period just before the introdue-
tion of the sample, one at the end of the solution
period, and one subsequently to establish the final
rate of temperature change. It is necessary to extend
the solution period sufficiently to insure the calorime-
ter's return to a steady state, alter complete solution
of the sample, before the second temperature is
recorded.  The time between the second and third
readings of the temperature is the rating period. 1f
the solution and rating periods are of the same
length, the caleulation of the corrected temperature
is simple.  The difference between the first two
readings is the unecorrected rise.  The difference
between the second and third readings is the corree-
tion to be added or subtracted according to whether
the calorimeter temperature falls or rises during the
rating period. If the two periods differ in length, the
obsgerved correction is adjusted to correspond to the
duration of the solution period. During the interval
between readings, the operator’s time ean be utilized
to operate a second calorimeter, or for any other
purpose not requiring undivided attention. The
reduced-observation method was used in the investi-
gation reported by Shartsis and Newman [3]. The
temperature of the ealorimeter was recorded at 0, 20,
and 40 min for the determinations presented in their
paper. 1t is this author's beliof that 20 min may
sometimes be too short for a solution period, and it is

suggested that the reduced-observation method be
performed by taking readings at the end of the pre-
liminary stirring period and twice thereafter at
intervals of 25 min. A comparison of reduced-
observation methods with the specification method of
performing the heat-of-hydration test is a purpose of
this paper.

II. Materials, Apparatus, and Procedure

A calorimeter meeting the requirements of the
Federal Specification [1] was used. Three operators
were available: A, with a moderate amount of experi-
ence; B, with a small amount; and C, with a few
days.  Approximately 50 liters of 2.00 N HNO,
were prepared and standarized.  This quantity was
sufficient for the entire series of tests, and thereby
uncertainties were avoided that might be introduced
by the use of different batches of acid.

Three kilograms of Type 2 cement (moderate heat,
of hardening) were mixed for several hours in a
laboratory ball mill containing a few pebbles, divided
into three portions, and stored in tightly closed
Mason jars, The portions were numbered 1, 2, and
3, and each portion was assigned to an operator.
Each operator mixed a paste from each portion
according to the procedure described in the Federal
Specification [1].

The three operators each determined the heat
capacity [1] of the calorimeter three times, In
addition, during the time before the 7-day heat-of-
solution test, each operator made a single determina-
tion of the heat of solution of each of the three por-
tions of dry cement. At 7 days and again at 28 days,
each operator determined the heat of solution of the
three hydrated pastes made from the one portion of
cement assigned to him.  Thus each operator deter-
mined the heat of solution of paste samples prepared
from one portion of cement by himsell and by each
of the other operators. This entire series of tests
was repeated, so that each determination was made
twice.  The entire elapsed time during the tests
was about 6 weeks,

III. Results and Discussion

The results of the heat-capacity and heat-of-
solution tests are given in fable 1, ealeulated as
desceribed in the specification [1]. In addition, the
calorimetric observations were used in caleulating
the test results by two reduced-observation methods.
Table 1 also shows these values as caleulated from
temperature readings taken at 0, 20, and 40 min and
at 0, 25, and 50 min, respectively. Throughout
the tables and the paper these reduced-observation
methods will be ealled 0-20-40 and 0-25-50 methods.
The heat capacities appearing in the table and used
in ealeulation of the heats of solution were caleulated
in the same manner as the heat-of-solution values for
which they were used.
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Tasre 1. Heat capacity of the calorimeter and heats of solution and hydration of a sample of portland cement
|'The aversge heat eapacity of the three values determined by sach operator during a round was used to caleulate that operator's heats of solution for that round]
Specifieation method = (2040 method & | 0-25-H0 method «
Paste | Calorim- 3 7 Heat of : 5 Heat of N : Tleat of
Tl g teat Heat of solution hydration ¢ Srhid Heat of solation 1 hydration 4 | ot IMeat of solution hydration 4
];‘\r nl“'"“ﬂr {!(_l_pa(‘.A [ ————— ‘———l e e S |'I_|I'[}zi|’_'.- — — ] ‘i—'_‘— — capac- =
Wy Diry T-lay | 28day | = anwl| 2 fey Tiry Tday | 2Bday =l 8- ity Try Ty | 2Rny Tday 28-
cement| paste | paste | it ll 17,123 tement| paste | paste | UV day cement| paste | paste |07 day
ROUNID 1
—— : P
m:‘(rw{' cally eilfy ealfy. | cally | cally |cal/deqC| eallg | cally cally | eally | cally |ealldeg €| cally callp eallg | callg | eally
| e iR 5UR.0 533,49 H22.0 | B4.1 | T80 HITE N ¢ £ | S0 5200 63.2 | TS 4. 5 84,9 A0 5230 | (4.0 i
P = gy a05.9 a4, 4 han. 8§ H18.0 | 661 | T6.0 a4, 3 M6 T B HI8.T [ 55.0 | 5.0 J45. 0 05, 4 R 7 510.8 | 86,7 5.6
aui, 9 GOt 2 LS 516.3 | 54.4 | 76,0 B, 2 A5, 0 5407 GIR. 2| 543 | THB SN 4 55, 5400 517.3 | 847 TR
3036 | BUD.T | 5A6.4 | 519.1 | 833 [ BO.6| 8041 | 6006 | AXT.4 | A20.0 | 832 | BO.& | 2841 f00.6 | 5385 | 52000 | 62,1 | BO.G
| d96.1 g6, 4 /40,7 Q18,9 | b6 | TT6 S4B g6 1 540, 7 GI8.T | 66.4 | T7.4 a5 1 a6, 0 A4l 619,22 [ 6401 6.8
45, 4 G86.0 | 33T.T 520.3 | SB.3 | 7.7 HeLE fileE han. O 510.2 | 58.2 | 7h.0 S04 B 585, 1 535, 8 519.3 | 6.3 i}
|
a6, o 508, 3 538, 2 a1l L on.d | 2 aiE, 6 A0, 4 adg, 2 520001 o2 | 0.4 H, 5 00, 4 S 2 G18,8 | G0, 2 S0 6
SIS A9 Hib6. 8 540 1 b4, 5 | &71.7 | I5.3 a6, 2 A0, 5 30,0 9.4 [ K76 | 971 HITR MTA | AEeT §20.6 | 67.6 | TO.T
45,2 ARG a2 523.5 | 56,7 | 75.4 04T il iy fil. 1 522.3 | 5R.6h | TH4 4T 7.8 541.3 | 522.6 | 66,5 i
| | |
ROUNID 2
. .| 853 505, 8 B | A17.3 | 89.0 | 78.5 LD AO6.0 | A3T.1 Al60.0 | 588 | 001 bitE I | A6, 0 637, 1 O, 0 | &80 0.1
T | 1P 205,10 569, 9 0 HE6 | 609 | 843 3047 0906 | SaM.T S14.9 | 60.9 | 84.7 | 204.0 A0, 8 Al 1 51506 | 60T §4.2
BT 804, 0 7.7 h-2! 16,6 | 61.5 | 8.1 i G, i b3S 5 517.0 | 65,1 | 83.0 | 3940 o, & 536.0 | 5170 | 64.3 830
| S 04, 5 A06. 5 b2 521.0 | 611 | 4.4 041 &0, 7 637, & 52106 | BR2 | ] 304. 0 5088 533, B 521,60 | 65,0 | 6.7
b= b — 35, 2 &4, 1 a0.T | G20.6 | 0.4 | T4 6 a04; 4 i 63T 1 HALT [ HA |06 305, 1 S, 66, 2 [ 520.2 | &0, K 75.8
| | ([ IS— S05. 4 .3 5360 519.2 | 613 r 78.1 495, 5 SO, 5 5, 7 5193 [ 618 | 70,2 J04. 8 HtR. 2 i1 4.0 | 6L 7 0.2
|
Jﬂ tas 3050 399, 2 S40. 7 ol8.2 | 38,6 | 810 46| SR T | H42.8 5193 | 53.4 | 0. 4 3046 99,1 541.0 G183 | 581 80, 8
i e bl f 3Eha A6, 4 H38, 3 S18.1 | G0 1 | 803 304, 0 R, 3 b1 1 B8 [ BILR | 80 & 304, 7 8. 8.4 BIR B | 602 503
lt‘ ........ 048 B8, & 583, 5 7.7 | 65,0 | B8 1R | ftL 6 ik R 517.5 | B6, T | 821 808, 1 it 5346, 5 550 | B3, 8 B2 %
= Heat of solutlon coleulated aceording to Federa] Bpecification 885-C-158h,
b Heat of solution calculated from the temperature of the ealorimeter at zero time, 20 min, and 40 min,
¢ Heat ol solution ealoulated from the temperature of the ealorimeter al zoro tine, 25 min, and 50 min,
4 Caleulated from differences in the heats of solution of correspond ing dey coments and hydrated pastes.
The data were subjected to a com ]}]t‘.l.(‘ !lllll]_\_FSiS of Tasre 2, Reproducibility of heal-of-solution lests
variance.  Information was sought as to the re-

producibility of the methods of test, the variation
among the operators, and the deviations introduced
by the reduced-observation methods.

The uncertainty of an individual determination of
the heat of solution is shown in table 2. There is
evidence [3] to suggest that the heat of solution of
dry cement changes when the container is opened
even briefly.  To eliminate the possible influence of
this phenomenon on the correlation of the heats of
solution of the hydrated pastes, the data were
arranged in groups of three in the order shown in
table 1. Kach member of a set of three was deter-
mined on pastes mixed on a single day. From the
data of table 1 the standard deviations of individual
determinations of the heats of solution of the dry
cement and of the 7- and 28-day hydrates were
calculated and are shown in table 2. It will be noted
that the uncertainty of the determination made with
the 7-day hydrated paste 18 distinetly larger than
either of the others.  This is possibly due to o more
rapid gain of COy from the atmosphere and loss of
water through evaporation by this paste during
egrinding.

| Standard devistion o of an indi-
vigdual test |
Method ! - —s = e
Dy T-iluny 28-day
ocement st kst
cally cnlly cally
Spocifieation b 1.h g L4
0-2-40) = 1,1 5 1.5
Geab-ne. 1.4 | 23 1.6
s Standurd deviation, o,
B =
I (X=X
2l !
P ; )
] :

- T :
whern the summation (1) to (8) refors to mises by A, B, and C in rounds | and 2,
wnil the summation 1 to & refers to the individual lh'!.t'l'lllhlllﬂ»ﬂﬂi within o mix
by A, B, ete. X is the value of the single determination, and X s the average
value of the group of threo, )

b Heat of salution calenlntod by the method deseribed in Foderal Specification
H8-01-158b.

¢ These are redueed-obsarvation mothods of ealeulating the heat of solution
from resdings taken ot goro thme, 20 miin, and 40 min, dnd at zero time, 25 min,
andl 60 min, respectively.
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From the standard deviations of the heat-of-
solution determinations in table 2, a predicted value
can be caleulated for the uncertainty of the heat of
hydration. In table 3 are shown predicted values
and actual values of the standard deviation of the
heat of hvdration. The predicted and the observed
values are generally in good agreement. An excep-
tion is to be noted in the observed value for 7-day
pastes calculated by the 0-20-40 method, The
precision is somewhat less than that assumed carlier
for purposes of discussion. It is apparent from table
2 that the variability of the 7-day determination is
responsible,

Tasue 3, Predicted and observed reproducibility of heat-of-

hydration measurements of portland cement

| Standard deviation l

Tested —— T —
at— ‘ P
4 re- Uh-
‘ Methad « dieted b | served e

eallg eally
J:‘.pecmmltuu_ ——— 31 3.2
Tanys.... [A0-2040. .. ___... 2.7 3.0
[lo-25-50""""" 27 4.2
Specifieation . ___ 241 2.0
25 duys. 0-20-40_____ o 1.9 2.3
0-26-00. .- 2.1 22

& The method of ealeulation of the heats of solution were aceording to the
Federal Specification S8-C-158h: and from the temperature readings taken at
#ero time, 20 min, and 40 min; and ot zero time, 256 min, and 50 min, respectively.

b Caleulated from the values given in table 2 for the standard deviations of the
individual tests by the formula:

standard deviation (predicted) = voar+ot bydraed.

e Caleulated from the individual differences between the hests of solution of
the dry cements and the hydeated pastes given in table 1 by the formuola:

=5 =

Y e
“._}‘T (X=X
e ——
i 2

standard deviation (ohserved )= i ¥

where the summation (1) to (6) refers to mi_xl.g by A, B, and 7 in rounds 1 unf!. 2
and the summation 1 to 3 refers to the individonl determinations within a mix.

X is the value for a single determination, and X §s the average of the mix.

The operators can be compared accurately only on
the results obtained with dry ecement and during
calibrations, as each operator had a different paste
for the tests with hydrated cement. In table 4 are
shown the standard deviations ecaleulated for the
individual operators and for the test when consider-
ing all operators, To facilitate comparison, the
coefficients of variation have also been caleulated.
The heat-capaeity determinations are slightly less

precise than the heat-of-solution measurements, as
judged from the coefficients of variation. The
differences shown in table 4 are insignificant, but it
was expected that any difference would be in favor
of the calibrations. The zine oxide, of analytical-
reagent quality, is freshly heated before each de-
termination, whereas the dry cement is subject to
attack by whatever moisture and CO, enters the
container during removal of test samples or between
tests. In table 5 are shown the averages of six
determinations by each operator on dry cement and
on hydrated pastes at 7 and 28 days. There is, in
tables 4 and 5, no indication of significant differences
among the operators either in bias or precision.
The agreement among the results is as close as would
be expected if all the determinations had been made
by the same operator. This is true in spite of the
differences in the operators’ experience.

Tanne 4. Comparison of operalor’'s precision
Standard deviation » ‘ Coeflicient of variation *
Operator | |
Specifi- g ; Bpecifi-| o .
cation ‘ 0-20-40 | 0-25-50 | cation 2040 | (-25-50
| =
HEAT CAPACITY MEASUREMENTS
== |
calldeg © calldey C| calfdeg (" % 9 To
B 1.1 0,6 1.2 01, 28 .15 10, 30
[ 8o 0.8 '8 0.9 20 | Lo | L
[ e 1.4 1.0 i o8 25 .23
Albe. -1 | 8 1.0 + 28 20 .25
HEAT OF SOLUTION OF DRY CEMENT
‘ eally cafly cally
0 = 1.4 0.7 1.8 0.3 12 0,22
| OO 1.9 1.3 1.5 .42 . .28
Conaanms| 1.2 1.4 1:3 20 3 R §
All = _ ‘ 1.5 1.1 L4 .25 -0 .23 |

w Btandard devintion, e,

L T 1 .
X -X)F BG-X
> 1 “._,f'_.z_a. —

where the summation 1 to § refers to determinations by the operator in u single
rondd, the subseript refors to round 1 or round 2, X indieates individuoal deter-
minations, and X indieates the average value of the determination for the round
and operator indicated.

b The coefMeiont of varintion is the ratio of the standard deviation to the average
value of the determinations involved, expressed as percentage.

¢ he standard deviation for all of the operators is equal to

Jw;‘:ﬁf+;;'_
i
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TasLe 5. Heat capacities and heats of solution and hydration

[Average of six determinations by each operator]

Method

Operator
Specifica-

tion = (2040 b

(-25-40 &

HEAT CAPACITY OF THE CALORIMETER

caldeg € citl /ey €' eirdfileg €'
3.8 4046 B4 6
305, 8 365 0 395, 4
395, 5 J0L8 J04.8
Range. ... . 1.0 0.4 .8
I'.xpeoled TAREE ®. . - 11 08 1.0
HEAT OF SOLUTION, DRY CEMENT
ey cally eally
B s e 597, 0 597.9 H98. 7
b 590, 9 570 | 597, 2
P M4 7. 7T T
Range . 1.0 0§ 1.5
F’xpucrud range L6 1.1 1.4
HEAT OF SOLUTION, 7-DAY PASTE
536,49 53T, R 5378
535, 8 538, 9 a1
5370 5374 ik i
- 1.9 1.5 1.8
Expected range e 28 2.6 2.4
HEAT OF BOLUTION, 25-DAY PASTE
A8, 0 e | MW 8
518, 6 518,34 Gl 0
510. 3 814, 0 G188
Range = 1.0 1.8 L&
Ex[x-utud range v 1.5 LLn 1.7 II
HEAT OF HYDRATION AT 7 DAYS
e o1, 0 w7 614
b 58.1 58,0 B,
e 5 fil & Al 0
Range 2.9 37 8.2
Expected range ¢ &3 4.0 3.3
HEAT OF HYDRATION AT 28 DAYS
T (L 0 70.0 }
h - L 8T 8.2
S RS iR TR.T 70.0
Range ol 0.2 1.1 0.8 ‘
Expected rnngn s 2.3 24 3

s Calemdated aceording to Foeders] Spocification S5-C'-158h,
b hese are reduced-observation methods of ealealating the heat of solution
Trom ealorimeter-tempernture readings taken at zero time, 20 min, and 40 min,
and ot zero time, 25 min, and 50 min.

o Expected range for the average of six s equnl to 2,534 J,’—. where o s the stand-
Vi

ard devistion of sn individual determination (given in table 2 for hoat of salu-
tion tests, in table 4 for heat eapacities, and in table 3 for observod hoats of
hydration).

By regrouping the data in table 1, the effect of
different. operators as mixers can be tested. This
was done, and table 6 shows the results. The
averages are in good agreement, showing that the
differences between mixers are not significant.

TasLe 6.  Heats of solution of hydrated cement pasies

[Average of six specimens prepared by each mixer]

Method
Mixer

Bpecifica-

ol 0-20-40 b

0-25-50 b

HEATS OF SOLUTION, 7-DAY PABTES

calln rm',u’g.‘r calln
P miiy :I'C\:!T.U T 537.8
537.0 B34 570 |
e ha8, 7 5300 530.3 |
£6. .- < LT | 1. 23
Exp&-cted ra‘mm [ 2.8 J 2.6 2.4
HEATS OF SOLUTION, 28-DAY PASTES i
L I R e a18.1 518.2 518.3
b 620. 5 9.8 510.9
R St 4 1.4 519.3
Range. 24 1.6 1.6
Expecm! ru.ng‘l. L& 1.6 1.7

» Heat of solution caleulated according to Federal S8pecifleation 88-C-158h.

b Heat of solution calenlated from ealorimeter temperature readings made at
gero time, 20 min, and 40 min; and at zero time, 25 min, and &) min; respectively.

* From table 3,

It was found unexpectedly that the heats of
solution of the pastes determined during the second
round were lower than those determined during the
first. For round one, cement was taken from the
containers on July 7, 8, and 14, to mix the pastes.
For round two, the dates were July 20, 21, and 22.
The dry-cement determinations were made on July
12, 13, and 21 for the first round and on July 22, 25,
and 26 for the second. At these times the containers
were opened.

In table 7 are shown the results of calculations
made on the tests grouped by rounds. In every case

Tanue 7.

[Averuge for all operators for separate rounds]

Heats of solution

|
Method =

Specification (-20-40 (-25-50
s l 8- Iyl 28- 3} 4l B 28
I)r_} | T-day rfgy I(,;_} T-day day ]m‘:;" T-tlay doy
mont| PH1 pacte) ment [P | pagtel mont | PRI poste
cally tuh’r.' callg | eallg | calfy | cally | cally | eallp | callg
Round 1. - SOT. 2 B8 Q) 5201 5071 K38 8| H10.09] K073 &30, 00 520.1
Roand 2. ..o ... B07.6| 536, 8| SI1R. 2| 60V 0| 537.8| BIK.3| SOB. 4| 63T7.1| GIR. ¥
Difference (rownd |
1—round 2) ... .. =04/ 21 Lo 0.8 L5 L6 =1l L9 L9
Standurd devistion |
of ditference b B 08 0.5 4 0.8 0.5 0.5 D8 L: 5
) PR = B 3.8

13 Y38 20 19 '3.2i 22 94

a Hents of mlmmu eirlonlated m'mrrllm to Federal Specification; from ealori-
moter temperatiares ot zero time, 20 min, and 40 mwing and from ealorimeter
tt.-ln wrniures ar gero time, 25 i, s 50 ming n~nimt|\vls

Standard deviation of the difference is erpunl tod

fa
V= i from table 2,
NI
et difforemes divided by the standaed deviation of the diferenoe.

cont lovel of significance §s 2.2,
with an nsterisk,

The S-per-
Differenees exoceding this value are marked
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the average heat of solution of the hardened paste is
less for the second round of tests than for the first.
With one exception, this difference appears to be
real for cach age and for each method of caleulation.
I'he average value of the heat of solution of the dry
cement was higher for the second round than for the
first, the difference in one case approaching signifi-
cance. This difference is in the wrong direction to
be the effect of CO, and H,O, apparently the only
available agents, and must be considered accidental.

Up to this point, the determination of the ignition
residues of the cement and cement pastes has not
been discussed. Every heat-of-solution determina-
tion depends on a companion determination of the
ignition residue of the calorimeter sample.  When
the hardened paste is removed from the sealed vial
and ground, part of the water is lost, and CO, is
absorbed from the atmosphere. The extent of these
changes depends on the temperature, humidity, and
('O, content of the air as well as on the length of
time the sample is exposed during grinding.  The loss
of water alfects mainly the ignited weight of the
calorimeter sample, but the absorption of CO, results
in a reduction in the heat of solution, as the heat of
solution of CaCO; is markedly less than that of
Ca(OH),. Carlson and Forbrich [5] have discussed
the drying and carbonation of the hydrated paste
in considerable detail.

The ignition-residue data obtained in these tests
were analyzed in the same manner as the heat-of-
solution data. The average ratios of ignited residue
to sample taken were (0.9807, 0.7218, and 0.7189 for
the dry cement, the 7-day paste, and the 28-day
paste, respectively.  The standard deviation of a
single determination for the corresponding samples
was 0,0008, 0.0050, and 0,0029. The theoretical
ratio for the pastes mixed from this cement is 0.7005.
Experiment has shown that there is negligible loss
of water from the pastes while stored in the sealed
vials. It is apparent that appreciable water was
lost during mixing or grinding, The statistical
analysis shows no significant differences among the
operators either in mixing the paste or in determining
the ignition residue of the dry cement.  There were
differences, perhaps significant, among the values
obtained by the operators on the hydrated pastes.
The largest difference, however, was between the
average residue at 7 days found in the first round
and that found in the second, The average values
were 0.7179 and 0.7256, respectively, and the f-value
(see table 7, footnote ¢) was calculated to be 4.5,
At 28 days it was only 0.9. This indicates that
there was a real and significant difference in the
grinding of the pastes for rounds 1 and 2, although
there was perhaps none at 28 days.

When the heats of solution of the 7-day second-
round hydrates were being determined, the room
temperature rose from 30° to 34° €' during the work-
ing days.  This occurred at a comparatively uniform
rate of about 0.5 deg C/hr.  When the heats of solu-
tion of the 7-day first-round hydrates were being
determined, the daily temperature range was from
27° to 307 M on the first two days and from 30° to

329 € on the third. During the determination of
the heats of solution of the 28-day hydrates, the
room temperature varied between 24° and 26° C.
The higher average temperature for the second-
round hydrates probably caused greater loss of water
during grinding and hence the higher values for the
residue on ignition. This difference in water loss
and room temperature may have ecaused the lower
heats of solution of the 7-day pastes in the second
round, although no such difference in either room
temperature or ignited residue occurred in the 28-
day tests, in which the first-round heats of solution
also exceeded those of the second round by a signifi-
cant amount.

There appears to be no significant difference in the
values obtained for the heats of solution whether
ealeulated by the specification method or from the
same data by either of the reduced-observation
methods. From an examination of the tables, it
seems also clear that on the basis of precision there
is no choice among the three methods of caleulation.
Either of the shorter methods of ealculation should
give acceptable results.  Beecause of the possibility
that some cements may dissolve more slowly than
that used in this study, there may be an advantage

Tanue 8. Heats of hydration of rowtine smmples

At 7 days At 28 idhys
Trand Bin Mothiod »
Specifi- o o 4n | o-25-50 | SPEAR g 9640 | g-25-50
eation SV | eatfon M il
| el enllg endfy eallg el /g citllg
it 54 i 78 74 78
A I bl 5 58 ] 74 i
| a8 B | 8 82 ‘ 7l ‘ 75
| il Ty Jith 74 T4 74
| ‘ 50 5l il i i 07
H 1 2 L) it s fith L]
[ 5 5 M 71 73 72
i .1 i} il 76 75
A it i 72 72 74
i il Il 7 74 74
n i 1! 0 il] h 8
. i 58 A3 75 i W |
il Hl 1] ] TR mo
1 it ik 78 si 78
i) s i 76 (] ki
il S 1] V] 7l !
il i il il 7 bl
o 1 it 1+ [ 77 77 70
| hy L] bt S Vi s T
) fis i) 7 il ki
52 it ik 79 o] 50
|
11 e (i} 7 7t 74
B8 il fil) T4 70 o
) 1 i1 79 75 75
57 08 i 76 75 75
||t s iR 7S T ™
b 1 it} i) hiLS 7t 7 72
[y (11} L] B0 T T
52 i ki 77 7 74
fi s 1 78 T 7
Bt Bitt] 58 L i i)
| 87 it 50 wo| 76
|
Averngn . 0,2 086 586 6.0 ik M f N
Average difference
from specifieation. 8 1.2 2.1 0

» Hents of solution were eslenlated () seoording to Federal Specification
BE-C168b, (b)) from the calorimeter termperature ol gero time, 20 Illlill, and 40
min., and (¢) from tho ealorimeter temperature at zgero time, 25 min, and 50
it
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in using the method having observations made at
25 or 50 min after the beginning of the solution test.

In table 8 are shown the heats of hydration deter-
mined in the routine testing of five bins of cement of
four different brands. The average heat of hydra-
tion of thirty two samples 1s 0.4 cal/g lower at 7
days and about 1 cal/g higher at 28 days when cal-
culated by the specification method than when cal-
culated by either of the others., At 7 days the aver-
age deviation (without regard to sign) of the 0-25-50
method from the specification method is about half
of the 0-20-40 method. At 28 days the average
deviations are about the same, for either of the
reduced-observation methods, about 2 cal/g. A
difference in the behavior of the cement or in the
operation of the calorimeter is evidenced by the
much larger deviations for the fourth brand.

IV. Summary

A study was made of the precision of the heat-of-
solution test for determining the heat of hydration of
portland cement. Three operators participated in
making six determinations each of the heat of hydra-
tion of a single portland cement sample,  The results
of their measurements were caleulated by the specifi-
cation method and by two reduced-observation
methods, and a complete analysis was made of the
variance of the data. It was found that there were
no significant, differences among these measurements
obtained by three operators and that the reduced-
observation methods each gave acceptable results in
these special tests,  The agreement among the meth-

ods of caleulation was somewhat poorer when they
were applied to routine tests.  The special tests in-
dicate that the heat of hydration of portland cement
can be determined by the heat-of-solution method
with a preeision of about 3 eal/g at 7 days and about
2 cal/g at 28 days. Somewhat better precision may
be attained by experienced operators.

The heat-of-solution tests were made by R. B.
Peppler, E. D. West, and J. V. Gilfrich. The sta-
tistical analysis was performed by W. .J. Youden
and J. M. Cameron, who also assisted in designing
the experiment. The author is deeply indebted to
them for their interest and assistance in this project.
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